
 

clinical practice 
ALERT 

� To deliver flow rates greater than 15L - when using tube style 
flow meters - continue to turn the knob after 15L is reached. 

� CAUTION 

 PEEP reading of 13 was achieved w/ flow meter pictured. 
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