Change in Documenting ECG

• The next 2 slides will discuss the correct way to document ECG’s.
• This is to standardize the way we document.
• 4 leads must be done in the “vitals” power tool so the data can be uploaded to the state database.
• 12 leads to be done under the “monitor” power tool with full interpretation from monitor (word for word).
4 Lead Documentation in Vitals Power Tool

Use for 4 lead ECG
12 Lead Documentation in Monitor Power Tool

Use these 2 sections for 12 Lead

Type 12 lead Interpretation word for word from the Monitor

Do Not use this for 4 Lead Documentation
These sections will be removed May 1, 2017